Increased skin dose using a Mylar section in the treatment couch during megavoltage irradiation.
Use of a thin polyester (Mylar) window in the treatment couch during megavoltage irradiation can cause a notable increase in skin dose. The authors suggest that a nylon mesh be used instead.